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 
Abstract— This paper describes the design, development, 
and testing of flexible hybrid silicone-textile sensors and a 
flexible switching circuit that were integrated into a 
wearable system for monitoring neurodegenerative 
diseases. A total of 6 planar monopole antenna sensors were 
fabricated that propagates at two separate resonant 
frequencies: 800 MHz and 2.1 GHz respectively. In 
addition, 2 switching circuits, each having 3 switches and 4 
SMA breakout boards, were assembled and placed on the 
wearable neurodegeneration monitoring system. Each 
switching circuit connects 3 sensors to a single port on a 
vector network analyser (VNA) that is used to generate and 
receive microwave signals. Experiments were performed 
using the wearable device with the developed sensors and 
switching circuit on phantoms mimicking two common 
physiological changes in the brain caused by 
neurodegenerative diseases: 1) brain atrophy and 2) lateral 
ventricle enlargement. The dual nature of the sensors’ 
resonance allows it to detect both brain atrophy and lateral 
ventricle enlargement separately at different operating 
frequency. This provides the advantage of minimising the 
number of sensor elements needed to monitor 
neurodegenerative disease. The use of a switching circuit 
also allows for quick and convenient measurements by 
choosing which sensors are active for ports 1 and 2 on the 
VNA respectively. In addition to being low-cost, the 
flexibility of the materials used in fabrication allows the 
sensors and switching circuit to be conformal to the 
patient’s head. Results from the experiments indicates that 
the sensors and switching circuit were working successfully 
when integrated into the wearable device.  
 
Index Terms—Wearable electronics, wearable sensors, flexible 
circuits, microwave imaging, head diagnostic systems  
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I. INTRODUCTION 
UERODEGENERATIVE diseases, such as Alzheimer’s 
disease, is the progressive loss of neurons in the brain 
which results in the gradual loss of cognitive functions and 
eventually leads to death. Some of the key physiological 
symptoms that occur during neurodegeneration are faster rates 
of brain atrophy and lateral ventricle enlargement. One study 
shows that the mean whole-brain atrophy rate was -1.9 +/- 0.9% 
per year for patients with Alzheimer’s disease as compared to 
healthy elderly people who have an average whole-brain 
atrophy rate of 0.44% per year [1],[2]. Several studies have also 
shown evidence of faster rates of lateral ventricle enlargement 
for patients with Alzheimer’s disease, where the percentage 
increase could be anywhere between 3 to 5.5% per year [3], [4]. 
Current diagnostic tools such as MRI and CT scans are bulky, 
expensive, and can be difficult for patients to use. As a result, 
there is a need for more portable and wearable devices that will 
allow patients to comfortably wear and monitor the progression 
of neurodegeneration in their brain. In addition, having a 
portable and wearable technology for neurodegeneration 
monitoring can be efficient in obtaining measurements at the 
convenience of the patient while they are at home or in a clinic. 
Microwave radar-based technology has been at the forefront 
of recent research techniques being investigated for head 
imaging systems. Compared to conventional diagnostic 
methods, microwave radar-based technology has the advantage 
of being inexpensive, lightweight, and non-ionising. 
Microwave imaging works by detecting differences in electrical 
properties between healthy and unhealthy human tissues. By 
measuring and collecting backward scatters from the head one 
can know the presence and location of unhealthy tissues in the 
brain. Microwave medical imaging has been used for stroke and 
cancer detection successfully [5],[6]. The authors have also 
developed and tested an initial wearable device, consisting of 
inkjet-printed antennas for detecting and monitoring brain 
atrophy and lateral ventricle enlargement, which is discussed in 
[7]. In that work, the minimum brain atrophy that could be 
detected by the antennas was 5%. In addition, the smallest 
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increase in lateral ventricle enlargement that could be detected 
was a volume increase of 22.6 mm3. The work described in [7] 
was, to the authors’ knowledge, the first study conducted for 
monitoring neurodegenerative disease using microwave 
sensing techniques. A microwave head imaging system 
typically consists of a device containing antenna sensors that 
are placed on the body under test, and a vector network analyser 
(VNA) that is used to generate and receive microwave signals 
from each of the antenna elements. 
A key component of microwave head imaging systems are 
antennas that emit radiofrequency waves. Current research has 
focused on the development of wearable antennas for 
microwave head diagnostics systems. These antennas provide 
the benefits of being flexible, conformal and comfortable as 
compared to more rigid antennas. In [6] and [8], a Vivaldi 
antenna was developed and tested for its use in microwave head 
imaging; however, these antennas are unsuitable for wearable 
systems due to their high-profile structure. A low-profile and 
compact antenna was investigated in [9], but has the 
disadvantage of using rigid materials that does not allow it to 
be conformal to the head. In [10] and [11], flexible antennas 
have been proposed for wearable head imaging applications 
utilising thin FR-4 and polyethylene terephthalate (PET) 
substrate. A fully textile wideband antenna is proposed in [12] 
for microwave medical imaging. However, the size of the 
antenna is large and is not suitable to be used as an array 
element. In [13], a study was performed on the design of a 
polydimethylsiloxane (PDMS) embedded conductive fabric 
patch antenna for wearable applications. The design and 
performance of the antenna is promising; however, it was only 
applied on the arm and therefore would not be optimal for head 
imaging due to the different layers of tissues in the head. 
Finally, in [14], a flexible wideband antenna array was 
developed for stroke detection that uses several layers of PDMS 
that embeds a copper radiating layer etched on a polyimide film 
substrate. The flexible nature of the antenna allowed it to 
conform to the head and it was able to detect the presence of 
stroke. 
Since a typical VNA contains only two ports, each port can 
only be connected to one antenna at a time. Therefore, 
depending on the number of antennas in a microwave medical 
system, obtaining data from each antenna can be a time-
consuming process as each antenna needs to be connected to the 
VNA one at a time. In order to speed up the data acquisition 
time, a switching system is a convenient feature to have that 
allows the device to switch between each antenna elements that 
are connected to the VNA ports quickly. In [15], a microwave 
head imaging system was reported that consisted of 16 Vivaldi 
antennas positioned around a head phantom and using a 
switching system. The switching system developed in this work 
utilized coaxial switches in order to connect the elements of the 
array. However, the size of the switching system is relatively 
large and only suitable for static testing environments. A low 
cost and compact RF switching system was developed and 
presented in [16]. This system used two monolithic microwave 
integrated circuits (MMIC), each consisting of a one-pole four-
throw (1P4T) switch in combination with a one-pole eight 
throw (1P8T) switch that allowed the microwave head device 
to obtain reflection coefficient (S11) and transmission 
coefficient (S21) separately. In addition, the system was 
controlled by a Bluetooth module that allowed the user to 
automatically choose which antennas were active using a 
mobile app developed on Android. Although the system is low 
cost, compact, and light, its circuit was implemented on a PCB 
which makes it difficult to conform to curves surfaces. As a 
result, the switching circuit would need to be placed somewhere 
on top of the device and easily accessible to all the antennas, 
thus limiting its space. 
In this paper, hybrid silicone-textile sensors were developed 
that propagates at dual resonant frequencies: 800 MHz and 2.1 
GHz respectively. The sensors were developed based on a 
rectangular planar monopole antenna structure. In addition, a 
flexible, low-cost switching system is developed and used with 
the sensors. The switching system was developed on a flexible 
protoboard and consists of one-pole one throw (1P1T) switches 
and a SMA breakout board. The sensors and switching system 
were then integrated into a wearable hat-like device and used to 
monitor brain atrophy and lateral ventricle enlargement, which 
are two common physiological changes associated with 
neurodegenerative diseases. The sensor’s ability to resonate at 
dual frequencies provides a means of detecting brain atrophy 
and lateral ventricle enlargement separately. The flexible 
switching system also successfully changed between each of 
the active sensors. Artificial head phantoms were fabricated to 
represent brain atrophy and lateral ventricle enlargement. 
Reflection coefficients (S11) of the flexible antenna sensors 
were captured and analyzed to determine whether the fabricated 
sensor could detect different levels of neurodegeneration based 
on the amount of brain atrophy and lateral ventricle 
enlargement in the brain.  
II. DESIGN AND FABRICATION METHODOLOGY 
A. Flexible Dual Resonant Sensor Design and Fabrication 
The design of the sensor is shown in Fig. 1 and is based off a 
rectangular planar monopole antenna structure. The conducting 
material of the sensor is fabricated using a 0.1-mm-thick 
flexible conductive textile, Shieldex Zell that has a surface 
resistance (𝑅𝑠𝑞) that is less than 0.02 . The substrate of the 
sensor was made using Shore A8 silicone rubber due to its 
ability to flex and stretch without breaking its overall structure. 
The silicone rubber has a measured relative permittivity, 𝜀𝑟 and 
loss tangent, 𝑡𝑎𝑛 𝛿 of 2.99 and 0.032 respectively. In addition, it 
has a tensile strength of 218 psi and a tear resistance of upto 20 
ppi. 
 
          
         (a)                          (b)                              (c) 
Fig. 1 a) Top view and b) Bottom view of the proposed hybrid silicone-textile 
sensor along with (c) its geometrical dimensions. 
Computer model simulations of the sensor were carried out 
using CST Microwave Suite. Simulations were performed 
using difference length and width sizes for the sensor in order 
to obtain the optimal size that allows the sensor to propagate at 
the required dual resonant frequencies. In addition, the 
thickness of the substrate was also optimised in order to design 
a sensor that gives very little backward-propagated radiation.  
The final dimensions of the designed sensor are shown in Fig. 
1(c) that allows it to resonate at 800 MHz and 2.1 GHz 
respectively. The fabrication method of the sensor is shown in 
Fig. 3. First, a 1 mm silicone rubber mold was created. After the 
mold cured, the ground plane of the sensor was placed on top. 
3 mm of silicone rubber was then poured on the sensor and 
cured. Once cured, the rectangular monopole patch of the 
sensor was then placed on top the structure and another 1 mm 
of silicone rubber was poured on the structure. After the overall 
structure was cured, a slot was made at the feeding line and 
ground plane side. A SMA connector was then attached to the 
sensor using silver epoxy.   
 
 
Fig. 3 Diagram showing the different layers of the fabricated hybrid silicone-
textile sensor. 
The sensor is fed with a microstrip line where the line is then 
transitioned into a rectangular monopole structure. In order to 
improve the directionality of the sensor, the ground plane is 
placed at a distance of 3 mm away from the patch so that it 
reflects the backward propagated RF signals in the forward 
direction. The prototype of the proposed textile antenna is 
shown in Fig. 4. 
 
              
Fig. 4. Top, bottom, and side view of the fabricated hybrid silicone-textile 
sensor. 
B. Flexible Switching Circuit Design and Fabrication 
In order to conveniently and easily switch between each 
sensor, a flexible switching circuit was developed. The 
switching circuit consists of four SMA connectors and three 
1P1T switches. Three SMA connectors are connected to the 
antennas on one side of the wearable device. The fourth SMA 
connector is connected to a port of the VNA. The 1P1T switches 
controls which sensor is active. This is manually controlled and 
only one switch should be turned on at a time in order to avoid 
shorting the circuit. Fig. 5 shows a block diagram of the overall 
microwave wearable device and the integration of the sensors 
(called Ant 1, Ant 2, …, Ant 6) and flexible switching circuit. 
 
 
Fig. 5. Block diagram of the overall microwave wearable device which has the 
flexible sensors (labelled as Ant 1, Ant 2, …, Ant 6) and flexible switching 
circuit integrated. 
 The flexible switching circuit was developed on a flexible 
perma-protoboard from Adafruit. The protoboard is made from 
a thin polyamide film and has dimensions of 78.88 mm x 43.26 
mm. The protoboard weighs 0.65 g and has a bend radius of 1 
cm. By using this protoboard, the switching circuit has the 
ability to conform to the contours of the wearable device used 
in the experiments. 4 SMA breakout boards from Atlas 
Scientific were placed on each perma-protoboard so that it can 
connect 3 sensors with the VNA. All the connections switches 
and SMA connectors of the perma-protoboard were soldered in 
place. Figs. 6(a)-(c) shows the front, back, and side view of the 
developed switching circuit respectively, while Fig. 6(d) shows 
switching circuit being bent. 
 
      
                    (a)            (b) 
       
     (c)            (d) 
 
(e) 
Fig. 6. (a) Top view, (b) rear view, (c) side view of the assembled flexible 
switching circuit, (d) switching circuit being bent, and (e) schematic diagram 
of the flexible switching circuit. 
    
III. EXPERIMENTAL SETUP 
The sensors and switching circuit were integrated into a 
wearable  hat-like structure shown in Figs. 7(a)-(b). Six sensors 
were placed inside the inner lining of the cap and the two 
flexible switching circuits were placed on the external sides of 
the hat structure such that they could be easily accessible to the 
sensors. SMA cables were then used to connect each sensor 
with the SMA connectors on the switching circuit. The weight 
of the different components in the wearable device are given in 
Table I. 
 
          




Fig. 7. (a) Front view, (b) side view, and (c) inner view of the wearable 
neurodegeneration monitoring device with flexible sensors and switching 




The experimental setup is shown in Fig. 8 and comprises of 
a VNA, a wearable device containing 6 hybrid silicone-textile 
sensors and 2 flexible switching circuits, host PC, and the skull 
model which contains biophantoms that mimic properties of the 
brain during neurodegenerative diseases (i.e. with different 
levels of brain atrophy and lateral ventricle enlargement). 
 
 
Fig. 8. Screenshot of the experimental setup used to test proposed sensor.  
 
TABLE I 
APPROXIMATE WEIGHTS OF DIFFERENT COMPONENTS 





Deerstalker Hat 259 
  
Switching Circuit 




Sensor  4.45 
  
Total (Hat + 2x Switching 




The host PC was connected to the VNA via a GPIB that 
allows users to send commands to the VNA to start generating 
signals and capture S11 data from the port directly into the PC 
using a built-in software. The VNA used in the experiments is 
a HP 8753 that has a frequency range of 300 kHz to 3 GHz with 
a dynamic range of up to 100 dB. One SMA connector on each 
of the switching circuits were connected to one of the 50-ohm 
ports on the VNA using SMA cables. S11, or reflection 
coefficient, data was then captured at the same port and 
processed on the PC for each antenna by turning on the switch 
associated with the active element and keeping the other 
switches off. Biophantoms mimicking the dielectric properties 
of the brain were fabricated based on a method given in [17]. 
700 mL of tap water was mixed with 600 mL of sugar, and 100 
mL of agar powder. The total volume for the biophantom would 
equal 1400 mL, which corresponds to the total brain volume of 
an average adult human [11].   
In order to detect the progress of neurodegeneration in the 
brain, two important changes need to be detected: 1) brain 
atrophy, or shrinking of the brain volume, and 2) lateral 
ventricle enlargement. In order to mimic the characteristics of 
brain atrophy, several biophantoms of different sizes and 
volumes were created and placed into the skull model. In 
addition to brain atrophy, the characteristic of lateral ventricle 
enlargement was also mimicked in the experiments by creating 
samples of different sizes using solidified coconut oil to 
represent cerebrospinal fluid (CSF) that accumulate in the 
lateral ventricles as they enlarge. CSF has a measured relative 
permittivity in the range of 70 to 68.9 between 500 MHz and 
800 MHz [20]. The solidified coconut oil, on the other hand, 
has a maximum relative permittivity of 36.4. In order to match 
the dielectric properties between the solidified coconut oil 
samples and CSF, the coconut oil was mixed with salt. In 
particular, for mild neurodegeneration, around 36 ml of salt was 
mixed with 56 ml of coconut oil to create the CSF phantom used 
in the experiment. Similarly, in the case of severe 
neurodegeneration, around 96 ml of salt was mixed with 150 ml 
of coconut oil to create the CSF phantom used in the 
experiment. This method was used based on the work 
performed in [7] where the authors fabricated different sizes of 
CSF objects to simulate the characteristic of enlarged lateral 
ventricles. Although the fabricated CSF objects do not 
accurately represent the fluidic nature of CSF, the samples 
provide a convenient way of performing the experiments for 
lateral ventricle enlargement to evaluate the performance of the 
sensors and switching circuit. It should be noted that the actual 
geometry of lateral ventricles in the brain is much more 
complex than the sphere object that is used in the experiment; 
therefore, the CSF distribution will also match this complex 
geometry in real-life and thus the measured S-parameters will 
also be different. In particular, due to the S-parameters being 
affected by changes in dielectric constants, there could be 
variations in S11 measurements at other frequencies that 
correspond to some of the ventricles in the brain that are 
relatively closer to the sensor than the cases used in the 
experiments.  Nonetheless, it is important to note that CSF has 
a higher dielectric constant compared to gray and white matter. 
Therefore, regardless of the geometry of the CSF distribution, 
the S-parameters will still change significantly when there is an 
increase in CSF volume in the brain, especially in the lateral 
ventricles.  
For this study, experiments were performed on three cases: 
1) Normal brain (i.e. no neurodegeneration, 2) Mild 
neurodegeneration that is characterized by 10% brain atrophy 
and 56 mm3 increase of CSF in the lateral ventricles, and 3) 
Severe neurodegeneration that is characterized by 25% brain 
atrophy and 150 mm3 increase of CSF in the lateral ventricles. 
These levels of brain atrophy and lateral ventricle enlargement 
were chosen based on whole-brain atrophy and lateral ventricle 
enlargement rates obtained in [1]-[4]. Since the study mainly 
focused on evaluating the sensors and switching circuit, rather 
than fabricating several phantoms to simulate 
neurodegeneration for each year, it was decided to develop 
phantoms that mimicked key stages of neurodegeneration (i.e. 
mild and severe). The case of mild neurodegeneration can be 
associated to a patient who has been suffering from 
neurodegeneration for 4 to 5 years, while severe 
neurodegeneration can be associated with a patient suffering 
from the disease for 9 to 10 years. Table II shows the volumes 
of the brain and CSF phantoms that were used for each of the 
cases. Figs. 9 (a) and (b) shows screenshots of biophantom 




    
                   (a)                                                (b) 
Fig. 9. Screenshot of the fabricated phantom that was used to mimic 
characteristics of a) human brain and b) CSF that accumulates in lateral 
ventricles. 
IV. RESULTS 
A. Simulation Results 
The performance of the sensor was validated and optimised 
using CST Microwave Studio. Based on the simulations, the 
designed sensor’s operating frequencies were found to be at 1.1 
TABLE II 





        
CSF Volume 
(mm3) 
Normal (Control) 1400 0 








   
   
 
 
GHz and 2.65 GHz.   Far-field simulations were conducted to 
calculate the sensor’s front-to-back (FTB) ratio to ensure that 
the sensor could block any signals coming outside the object of 
interest and mainly focus on receiving signals from the brain. 
The simulated FTB ratio of the proposed sensor at both the 
resonant frequencies is approximately 4 dB at 1.1 GHz and 6 
dB at 2.65 GHz, thus confirming its directional characteristic.  
In addition, numerical simulations were conducted to 
investigate the transmitted electromagnetic wave across the 
operating bandwidth of the proposed antenna inside the head. 
Between 800 MHz and 1.1 GHz, the electromagnetic waves 
were found to propagate to the region associated with the lateral 
ventricles. Between 1.8 GHz and 2.65, the propagated 
electromagnetic waves were found to be mostly absorbed in the 
gray matter regions of the brain. After fabrication of the sensor, 
S11 data was measured and compared with the S11 data obtained 
in the simulations and shown in Fig. 10. 
 
Fig. 10. Simulated vs. measured reflection coefficients of the sensor in free 
space. 
 
It can be seen that the measured S11 data for the fabricated 
sensor is slightly different from the simulated S11 
measurements, where the first resonant frequency is at 800 
MHz and the second resonant frequency is between 1.8 and 
2.09 GHz. This difference can be due to differences in the 
fabricated geometry of the sensor, noise in the environemnt, or 
due to highly flexible nature of the fabricated sensor when 
obtaining the measurements with the VNA. In any case, the S11 
measurement for the fabricated sensor is still acceptable for this 
experiment. 
B. Experimental Results - Sensors 
Experiments were performed using the setup and fabricated 
phantoms as described in Section III. In order to validate that 
the sensor’s ability to detect brain atrophy and lateral ventricle 
enlargement separately, two experiments were performed. First, 
a smaller brain phantom was placed in the skull model and its 
corresponding S11 was measured. Then a large CSF sample was 
placed in the normal brain phantom and its corresponding S11 
was captured. The resulting plot is shown in Fig. 11.  
 
 
Fig. 11. Reflection coefficient (S11) measurements obtained from experiments 
that measure brain atrophy and lateral ventricle enlargement separately. 
 
It can be seen that when brain atrophy is present, there is a 
higher loss in the reflection coefficient (S11) at  around 1.78 
GHz, which is close to the sensor’s higher resonating frequency 
range between 1.8 and 2.09 GHz. In addition, when the CSF 
sample is placed in the normal brain, emulating the enlargement 
of lateral ventricle, then the reflection coefficient has a higher 
loss between 400 to 800 MHz. Thus, this proves the validity of 
the dual resonant nature of the sensor and its ability to 
differentiate between detecting brain atrophy and lateral 
ventricle enlargement successfully. In addition, it can be seen 
that outside of these ranges, the characteristic of the reflection 
coefficient for both brain atrophy and lateral ventricle 
enlargement matches with the characteristic of a normal brain 
phantom. 
The second experiment focused on validating the sensor’s 
ability to differentiate between different levels of 
neurodegeneration using the phantoms discussed in Section III. 
In the experiment, S11 data was measured at: 1) free space, 2) 
with normal brain phantom, 3) mild neurodegeneration, and 4) 
severe neurodegeneration. Mild and severe neurodegeneration 
were simulated using brain phantoms and CSF samples that 
were fabricated with the volumes shown in Table 1. To simulate 
lateral ventricle enlargement, the CSF samples were inserted 
into the brain phantoms and placed in the skull model. Fig. 12 
shows the resulting reflection coefficient plots that were 
obtained in this experiment.  
 
Fig. 12. Measurements of reflection coefficient (S11) that were obtained from 
experiments for 1) free space, 2) normal brain, 3) mild neurodegeneration, and 
4) severe neurodegeneration. 
 
It can be seen in Fig. 12 that as the level of neurodegeneration 
increases in the brain, there is a significant loss in the reflection 
coefficient that occurs between 500 to 800 MHz and 1.57 to 1.8 
GHz. In addition, the amount of loss for the reflection 
coefficient at both frequency ranges increase as brain atrophy 
and volume of CSF in the lateral ventricle region increases. The 
result from this plot confirms that the proposed sensor is 
capable of detecting the level of neurodegeneration in the brain. 
In addition, dual resonant frequency ranges of the sensor ensure 
that brain atrophy and lateral ventricle enlargement can be 
monitored separately. 
The resulting plots in Figs. 11 & 12 were generated by 
switching one sensor “on”, while keeping the other sensors 
“off,” and capturing the S11 data from it. This would be repeated 
for all the six sensors. Once S11 data was captured from the six 
sensors, the results were averaged and the mean S11 value for 
each frequency was plotted. In addition, the variance for both 
Fig. 11 and Fig. 12 was calculated to be 37.89 and 50.064 
respectively.    
C. Experimental Results – Switching Circuit 
In the final set of experiments, the flexible switching circuit 
was tested to verify the performance of the 6 1P1T switches that 
are used for each sensor. In particular, measurements were 
taken using the VNA in order to capture the insertion loss and 
return loss for each switch. Insertion loss is the total power lost 
through the insertion of a device (in this case, a switch) in a 
transmission line. The insertion loss for switches is captured in 
its “on” state and is considered a critical parameter in designing 
switching circuits, as it provides an indication of how much 
noise is added into the system. Return loss is the loss of power 
in the signal reflected by a device (i.e. a switch) in a 
transmission line. This parameter is also important in designing 
switching circuits as it gives an indication of how well devices 
or lines are matched. In order to calculate the insertion and 
return loss for the switching circuits, first the S-parameters were 
measured for the 1P1T switches using the VNA. Then, S11 and 
S21 were used in the following equations to calculate insertion 
and return loss respectively: 
 
𝐼𝑛𝑠𝑒𝑟𝑡𝑖𝑜𝑛 𝐿𝑜𝑠𝑠 (𝑑𝐵) =  −20 𝑙𝑜𝑔10|𝑆21|                    (1) 
𝑅𝑒𝑡𝑢𝑟𝑛 𝐿𝑜𝑠𝑠 (𝑑𝐵) =  −20 𝑙𝑜𝑔10|𝑆11|                        (2) 
 
where S11 and S21 are the reflection and transmission 
coefficients, respectively. The plots of the insertion and return 
losses for the 6 1P1T switches are shown in Figs. 13 and 14.   
 
  
Fig. 13. Measured insertion loss in dB for the 6 1P1T switches. 
 
 
Fig. 14. Measured return loss in dB for the 6 1P1T switches 
 
The plot in Fig. 13 indicates that for all the switches, the 
insertion loss does not exceed more than -3.9 dB for all the 
switches across the frequency range. In addition, it can be seen 
that in the frequency ranges of around 0.8 MHz to 1.2 GHz and 
1.57 GHz to 1.85 GHz, the insertion loss is not less than -2 dB.  
This provides the indication that the designed switching circuit 
is good and that not too much unwanted noise or reflections will 
be generated by the switches in the region of the dual resonant 
frequencies of the sensors. In addition, the plots for return loss 
in Fig. 14 shows that all the switches match relatively well due 
to the high return loss values across the frequency spectrum. 
Future work will be undertaken to enhance the design and 
fabrication of the switching circuit to ensure that connections 
are secured and do not vibrate or cause noise when being worn 
by the user.     
 The proposed wearable device with integrated flexible 
sensors and flexible switching circuit is compact, light-weight, 
portable, and uniquely design to have all components integrated 
onto a hat-like structure, compared to other microwave head 
imaging systems in [14], [15], and [16]. Compared to the other 
microwave head imaging systems, the switching circuit 
developed in this paper has a slightly higher maximum insertion 
loss as compared to other papers. This can be due to the flexible 
nature of the board and soldering effects that may cause traces 
to touch one another, as compared to the more rigid switching 
circuits that were developed in [15] and [16] respectively. 
However, the insertion loss is still low enough to satisfy our 
requirements and validate the switches performance in not 
introducing too much noise into the system. The flexible 
sensors that were fabricated in this paper are unique compared 
to those in [14], [15], and [16], in that it has the capability of 
detecting two separate physiological changes in the brain due 
to its dual resonating frequencies. This differentiates from the 
other flexible sensors designed in [14] and [16], where they had 
UWB characteristics to detect the presence of stroke at a certain 
location in the brain. The data acquisition time is approximately 
3 minutes, which is significantly faster than MRI and CT scans 
that normally take 10 to 30 minutes to complete [18]. The 
wearable device also has the advantage of being non-ionising, 
low-power, and low cost, making it safe, easy, and convenient 
for patients suffering from neurodegenerative diseases to use 
for quick monitoring and diagnosis. However, the imaging 
capability has not been developed yet and future work needs to 
be done in order to provide high resolution images along the 
lines of what is generated from MRI and CT scans. Table III 
shows a benchmark comparison of this device with 
conventional medical devices used for detecting brain atrophy 
and lateral ventricle enlargement [19]. 
 
TABLE III 






         
Disadvantages 
MRI - High Image 
Resolution 
- Non-ionizing 
 - Expensive 
- Bulky 
- Uncomfortable and 
Difficult for Patients 
- Slow Scan Times 
    
CT Scan - High Image 
Resolution 








- Low Cost 






 - No images 
    
 
V. CONCLUSION 
A flexible and wearable hybrid silicone-textile sensor and 
switching system was presented. The sensor consists of a 
rectangular monopole feeding line and a ground plane that was 
made of conductive textile and embedded in a silicone-rubber 
mold substrate. The sensor obtained a dual resonant frequency, 
one between 600 and 800 MHz, and the other between 1.8 to 
2.09 GHz. The sensors and switching circuit could be integrated 
into a wearable device successfully. The flexible nature of the 
materials used to develop these two components allowed them 
to be conformal to the round hat-like structure and therefore be 
wearable. Experimental results show that the designed sensor 
was able to capture and differentiate between brain atrophy and 
lateral ventricle enlargement successfully, both pathological 
effects that are commonly associated with neurodegenerative 
diseases. In addition, the loss in measured S11 data for the sensor 
differs for increasing levels of neurodegeneration. The 
switching circuit also successfully switched between each 
sensor that was used by the VNA and obtained the right 
readings. This provides a unique, compact, low cost, and 
flexible sensor that has the potential of being used for medical 
diagnostic systems. Future work will be performed in order to 
enhance the experiments by creating more realistic phantoms to 
emulate the physical properties of brain tissues, ventricles, and 
CSF respectively. In addition, the authors plan to evaluate the 
wearable device for monitoring different neurodegenerative 
diseases, such as Alzheimer’s disease and Lewy Body 
Dementia.  
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